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1. Introduction 



This paper reports the development of a Standard 
Reference Material (SRM) which characterizes the 
zero-dispersion wavelength (Ao) and the dispersion 
slope (So) at Ao of single- mode optical fibers. We have 
documented a system which measures the dispersion 
of both dispersion-unshifted (Ao near 1.3 (xm) and dis- 
persion-shifted fibers (Ao near 1.55 (xm). While the prin- 
cipal system uses the frequency-domain phase shift 
technique [1], differential phase shift [2] and four- wave 
mixing techniques [3] have also been investigated. The 
fiber SRMs have their Ao value measured with a 
combined expanded uncertainty (coverage factor k = 2, 
thus a 2 standard deviation estimate) of ± 0.060 nm. 
Dispersion slope was also studied, but with a more 
limited scope. The slope So is determined with an 
expanded uncertainty (coverage factor A: = 2) of ± 0.008 
ps/nm^. 

Current high bit-rate telecommunication systems, 
both terrestrial and transoceanic, require precise infor- 
mation about the zero-dispersion wavelength of the in- 
stalled fiber. Operating the system at a wavelength 
within a few nanometers of Ao enables the use of bit 
rates up to and exceeding 10 Gbit/s. Knowledge of the 
system's operating wavelength with respect to Ao is also 



crucial for the avoidance of detrimental nonlinear 
effects, such as four wave mixing [4, 5]. 

A standard reference fiber is useful to manufacturers 
because of the difficulty involved in accurately measur- 
ing Ao and So- A National Institute of Standards and 
Technology sponsored interlaboratory comparison 
between members of the Telecommunications Industry 
Association (TIA), reported individual measurements 
of high precision, but large systematic error [6]. This is 
a situation where SRM calibration artifacts can be espe- 
cially useful. 

2. Frequency-Domain Pliase Sliift System 

We have constructed a frequency-domain phase shift 
system designed to minimize systematic errors in mea- 
surements of Ao. Original work using this technique was 
performed with light-emitting diode (LED) sources [7], 
later systems utilizing laser diodes were developed for 
measuring optical fibers in both the 1.3 (xm and 1.55 
(xm regions [8, 9]. Figure 1 shows a schematic diagram 
of the NIST system. Our system differs from typical 
implementations of the frequency-domain phase shift 
technique in the following ways: 
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Higher modulation frequency (1.9 GHz) to achieve 
a large phase angle shift per unit group delay. 
Laser sources for increased optical power necessary 
to obtain sufficient signal-to-noise ratios for 0.1° 
phase angle resolution (electrical). 
Interferometric monitoring of the wavelength. 
Chirp free external modulation of the source. 
Temperature stabilization of the fiber sample. 
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Fig. 1. A schematic diagram of the frequency-domain phase shift 
system. 

The continuous wave (CW) output of an external 
cavity tunable laser diode, with a linewidth under 
2 GHz and an optical power of 1 mW, is connected to 
an external intensity modulator by a polarization-main- 
taining fiber. A grating-tuned erbium fiber laser has 
also been used, as an alternative source, in the 1.55 |jum 
region. A 1.9 GHz electrical signal from a temperature- 
stabilized crystal oscillator is used to drive the 
integrated-optic Mach-Zehnder modulator. The modu- 
lated light is passed through a fiber coupler, with 20 % 
of the optical power being monitored by a commercial 
interferometric wavemeter. The remaining 80 % passes 
through the fiber under test. The test fiber is placed in 
a temperature controlled chamber whose temperature 
is stabilized at 23 °C (slightly above room temperature). 
The temperature is determined with a calibrated quartz 
thermometer, which has an expanded uncertainty 
(k = 2) of less than 0. 1 °C. Temperature gradients within 
the chamber limit our fiber temperature measurement to 
a standard uncertainty (^ = 1) of ± 0.15 °C. Precise 
control of the fiber's temperature is necessary because 



the value of Aq is temperature dependent (+ 0.030 nm/°C 
for dispersion-shifted fiber). The optical signal is then 
detected and amplified by a low noise amplifier. After 
the RF signal passes through a narrow bandpass filter 
(3 dB width of 10 MHz), it is read by the vector volt- 
meter (phase detector). The reference port of the vector 
voltmeter receives an RF signal directly from the crystal 
oscillator which is used as a phase reference. 

Because we are interested in measuring dispersion 
only in the vicinity of Ao, we can use a high modulation 
frequency without problems due to modulo-277 phase 
uncertainty. The vector voltmeter has a phase sensitiv- 
ity of 0.1°, which at our modulation frequency corre- 
sponds to a temporal resolution of 0. 15 ps. The linearity 
of the vector voltmeter' s phase response is verified by 
a mechanically calibrated variable air gap which is 
placed in the optical beam path. After a fiber measure- 
ment, the specimen is removed, the system's short fiber 
jumpers are connected and the measurement repeated; 
any residual dispersion in the system is subtracted out. 

A dispersion measurement is performed by recording 
the phase from the vector voltmeter while tuning the 
laser over the wavelength region of interest. Each data 
point consists of a wavelength value and its correspond- 
ing phase. A change in group delay 8t, normalized with 
respect to length, is related to the change in phase 8(^ by 
the relation 



2'nfrni 



(1) 



where /m is the modulation frequency and L is the fiber 
length. 

To calculate the dispersion of a fiber specimen, 
we must first fit the group delay data to a theoretical 
curve and then differentiate the best fit group delay 
curve with respect to wavelength. A sample fit to group 
delay data is shown in Fig. 2. The dispersion coefficient 
D, defined as 



D 



dr 
dA' 



(2) 



has the unit ps/(nm • km) and goes to zero at the 

so called "zero-dispersion" wavelength. Using the 

calculated dispersion values we can also obtain the 
dispersion slope (S), 



S = 



dD 
dA' 



(3) 



The parameter ^o is defined as the dispersion slope 
evaluated at Aq. 
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Fig. 2. A sample fit to group delay data for a dispersion-shifted 
fiber. 



For dispersion-unshifted fibers, chromatic dispersion 
is dominated by material dispersion. Group delay, in 
this case, is well described by the Sellmeier equation. 
Following the recommendations of Fiber Optic Test 
Procedure (FOTP) 169 [10], we fit the group delay data 
to a three-term Sellmeier equation 



T(A) = aA"-HfoA-"H-c. 



(4) 



The unknown variables a,b, and c are solved for by the 
method of least squares. The group delay in a disper- 
sion-shifted fiber has a different functional form, due to 
a larger waveguide contribution to dispersion. In this 
case, again following FOTP- 169, we fit the group delay 
data to a quadratic equation 



t(A) = a\^ + b\ + c. 



(5) 



There are many types of equations for fitting group 
delay data including: the 5-term Sellmeier, various 
polynomials and fits with terms involving natural loga- 
rithms. Each functional form best describes the group 
delay for a different class of fibers. Comparisons of 
these various fitting equations can be found in the liter- 
ature [11, 12]. 

2.1 Determination of Group Delay 

From Eq. (1) above, we can see that the uncertainty 
with which we can determine group delay is related to 
the uncertainty with which we know the modulation 



frequency. We measured the modulation frequency /„,, 
which was derived from an oven stabilized crystal oscil- 
lator, to be 1920.007 MHz ± 0.002 MHz (For the rest 
of this paper, we will assume a coverage factor of A: = 
2 unless explicitly stated otherwise.) using a frequency 
counter which was calibrated in terms of NIST primary 
frequency standards. We measured the short term fre- 
quency stability (minutes) to be approximately a few 
times 1 0'' /„. The crystal oscillator' s specified aging 
rate is a few times 10'' /„ per month. We observed the 
oscillator' s output over a 7 month time span and noted 
shifts of no more than 3 times lO'^/m. Both the short 
term and long term frequency behavior of the crystal 
oscillator are more than adequate for our uncertainty 
requirements. The short term frequency stability is the 
important parameter when measuring Aq, while the long 
term stability of /„, is relevant when determining So- 
Absolute group delay does not need to be known to 
determine Ao; therefore the modulation frequency only 
needs to be stable for the duration of the measurement, 
which is a few minutes. To specify the dispersion slope 
So, we need to measure absolute relative group delay. 

The vector voltmeter measures the phase angle be- 
tween the RF reference signal from the crystal oscillator 
and the RF signal from the optical detector in the test 
arm. The vector voltmeter makes phase measurements 
which are largely independent of the input RF power 
level. However, the phase angle measured by the vector 
voltmeter still retains a weak dependence on the input 
power level, see Fig. 3. During a typical measurement 
the input power from the reference arm is held constant 
at level -7.6 dB below a reference level of 1 mW. The 
laser's output power is not perfectly constant across the 
scan however; the output power varying by approxi- 
mately 1 dB across the 30 nm to 40 nm wavelength 
scan. The variation in received RF power from the mea- 
surement arm is therefore = 1 dB. These levels of power 
fluctuation do not have a significant effect on the phase 
measurements. 

Two effects concerning the intensity modulation 
were viewed as potential sources of systematic error: 
the depth of modulation and drift in the modulator bias 
point. Both act to change the power distribution in the 
modulation sidebands. If either Ao or So are affected by 
this, then there is a systematic error. The external mod- 
ulator can have its bias point drift as a function of 
temperature; indeed, this is not uncommon with this 
type of integrated-optic modulator. This means that dur- 
ing a measurement, the modulator may not be centered 
on the most linear bias point, thereby introducing more 
power into higher order modulation sidebands. Our in- 
vestigations indicated that neither the depth of modula- 
tion nor drift in the bias point caused an appreciable 
change in Ao or So- 
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Fig. 3. Plot of the dependence of phase upon incident RF power. 
The power level is in reference to 1 mW. 



Figure 4 shows a schematic diagram of the variable 
air gap used to ascertain the linearity and uncertainty of 
the vector voltmeter's phase response. A linear phase 
response is especially important for measurements of 
dispersion slope. The 1.9 GHz modulated optical signal 
is coUimated in air by a lens. After traversing approxi- 
mately 25 cm in air, the light was coupled back into a 
single-mode fiber by another coUimating lens. The two 
coUimating lenses had identical numerical apertures 
and are designed for optimal coupling efficiency at 
1550 nm. Additionally, they are designed for low back 
reflection, with return losses of 45 dB. One of the colli- 
mators is mounted on a precise X-Y-Z translation stage. 
The other fiber collimator is mounted on a linear trans- 
lation stage which is used to vary the length of the air 
gap. The stage is driven by a linear actuator with a 1 (xm 
stepsize. To calibrate our system with respect to delay, 
we measure the change in the air gap distance. This is 
done by mounting a mirror on the back of the translation 
stage and measuring its position with a commercial 
interferometer. The details are beyond the scope of this 
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Fig. 4. A schematic diagram of the variable air-gap used to determine the system' s 
linearity and accuracy in measuring group delay. 
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paper, but the entire system is carefully aligned to min- 
imize any errors due to cosine error or Abbe offset. The 
least count of the two frequency interferometer is less 
than 2 nm. The distance measured by this interferometer 
is traceable to a known helium-neon laser transition. 
The vector voltmeter was calibrated by changing the air 
gap over 80 mm in 2 mm steps and accurately recording 
its position and the corresponding RF phase measured 
by the vector voltmeter. 

In vacuum, the modulation frequency /„ = 1.920 007 
GHz has a wavelength of 0.156 141 3 m. By changing 
the air gap by this amount, we would expect to see a 
phase change on the vector voltmeter of exactly 360°. If 
we assume the group index for air in our laboratory is 
1.000 236, the modulation wavelength in air equals 
0.156 104 5 m. We experimentally measured the change 
in the air gap needed to induce a phase shift of 360° and 
compared this value to the theoretically predicted wave- 
length to obtain a quantitative estimate of the system's 
linearity and accuracy. Phase angle (cj)) as a function of 
air gap distance was measured many times and our 
values systematically differed from theory by 2 times 
10^<^. We attribute this difference in the phase angle to 
imperfections in the vector voltmeter itself. This 
discrepancy however, is unimportant for our purposes. 
The random spread in our measurements of So is approx- 
imately 4 times 10'^ ^o, and so the nonlinearity in the 
vector voltmeter is not a limiting factor. 

Laser modal noise can also contribute to phase noise. 
If the laser hops between different longitudinal cavity 
modes, each mode will propagate at a different velocity 
through the fiber. If the laser operates in multiple modes 
simultaneously, then the group arrival time will be a 
composite of modal arrival times. The severity of the 
problem depends on the length of fiber, the amount of 
fiber dispersion, and the magnitude of the frequency 
hops. 

During a measurement, the system is most sensitive to 
modal noise when the laser is at the end of a scan, 
approximately 15 nm from Aq. Assuming a typical dis- 
persion slope of 0.070 ps/(nm^ ■ km), this yields a disper- 
sion value of D = 10.5 ps/nm for a 10 km fiber. Since 
the system resolution is 0.15 ps, it would take a mode 
hop of 0.014 nm (1.75 Ghz at 1550 nm) to generate a 
large enough change in group delay to be resolwble. 
The tunable laser diode we are using at 1550 nm has an 
operating spectral width of less than 50 MHz; laser 
mode hops are therefore not a problem. 

Optical reflections in the measurement system will 
cause a systematic phase error. An optical reflection will 
arrive out of phase with respect to the signal and add to 
it vectorially. We intentionally introduced optical reflec- 
tions to monitor the effect on dispersion measurements. 
Our experimental observations agreed well with theoret- 



ical predictions. If the return losses from connectors in 
the system are greater than 25 dB, there should be no 
significant error in the measurements. 

2.2 Determination of Wavelength 

A commercial wavemeter is used to determine the 
vacuum wavelength of the tunable source. The waveme- 
ter has an internal vacuum chamber and can measure A 
with an uncertainty of 1 part in 10'' when the chamber 
is evacuated. Without evacuation there is an error due to 
the dispersion of the refractive index of air. 

The wavemeter operates by comparing fringe counts 
from an internal reference laser against those produced 
by the unknown laser. To verify the accuracy of the 
wavemeter, we measured the known vacuum wavelength 
of a 1 .523 49 (xm He-Ne laser before and after every set 
of measurements. No systematic offset was observed 
between the theoretical vacuum wavelength of the 
He-Ne laser line and the value measured by the waveme- 
ter [13]. All of our reported values for Aq refer to the 
wavelength that would be measured in a vacuum. 

2.3 Errors Caused by Fitting of Group Delay Data 

We use the FOTP recommended fitting Eqs. (4) and 
(5) when fitting group delay data for dispersion-un- 
shifted and shifted fibers respectively. Given these fit- 
ting functions, we are interested in the dependence of Ao 
on the exact manner in which the fits are implemented. 
Two effects were investigated: first, how Aq changes as 
we change the width of the wavelength interval used in 
the fit; second, the sensitivity of Ao to the centering of 
the group delay data about Aq. Ideally, Ao should not 
depend upon either of these parameters. We investigated 
the dependence of Aq on these parameters for different 
fiber samples: our evaluations of uncertainties are based 
on the largest or least favorable results observed. 

Figure 5 shows the dependence of Ao upon the group 
delay scan width. Once the wavelength range exceeds 
approximately 18 nm, Ao appears to asymptotically ap- 
proach a constant value. We believe smaller wavelength 
scans do not yield large enough changes in group delay 
to be immune from noise. However, fitting group delay 
over a very large spectral range to achieve a more global 
fit may well shift the value of Ao. 

How well a scan of group delay is centered about Ao 
appears to have a weak effect upon the measured value 
of Ao. We have estimated this effect, by taking wide 
scans of group delay versus wavelength and then utiliz- 
ing different 20 nm segments. Figure 6 shows Ao as the 
symmetry is varied. Our results indicate that the general 
shape of the dependence seems to be repeatable from 
fiber to fiber, but that the magnitude of the effect varies. 
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During an actual measurement, we estimated that scans 
can be centered to within 1 nm to 2 nm of Ao; therefore, 
we conservatively estimate the uncertainty in Ao due to 
the above mentioned effects to be ± 0.007 nm (k = 2). 
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2.4 Effect of Chirp on A„ 

Chirp is the instantaneous variation of optical 
frequency with time. Together with chromatic disper- 
sion, chirp can effect how a pulse broadens and distorts 
as it propagates through an optical fiber [14, 15]. 
Depending upon whether a system is operating in the 
anomalous or normal dispersion region, a chirped pulse 
can be additionally broadened or compressed by disper- 
sion. This makes it difficult to distinguish how much of 
the pulse distortion is due to chirp and how much is due 
to chromatic dispersion alone; ambiguous dispersion 
measurements can be the result. 

Most directly modulated semiconductor lasers have a 
chirped output [16]. Changes in the injected carrier con- 
centration result in changes in the index of refraction 
within the active region of the laser. The output light is 
shifted towards the blue or red depending upon whether 
the carrier concentration is temporarily above or below 
its equilibrium value. We avoid this problem by taking 
the CW output of the tunable laser and intensity modu- 
lating it with a Mach-Zehnder LiNbOs integrated- 
optical modulator. The chirp induced by this type of 
modulator should essentially be zero if the propagation 
constants in the two arms of the modulator are equal 
[17]. 

We experimentally verified that there was no influ- 
ence from residual chirp by observing the dependence 
of Ao upon the modulation depth. Residual chirp could 
result from a difference in the mode propagation con- 
stant in each of the two interferometer arms or by a 
slight path difference or asymmetry between the two 
arms. By experimentally changing the depth of modula- 
tion we would expect to increase or decrease the contri- 
bution of chirp. No effect was observed, and we there- 
fore assume any residual chirp in the system is 
negligible. 

2.5 Uncertainty analysis 

We present our uncertainty analysis in the ISO- 
recommended format [18]. Uncertainties were catego- 
rized as Type A, those whose distribution could be 
based on statistical analysis of repeated observations, or 
Type B, those based on scientific judgment, whose 
magnitude and distribution could only be estimated. 
Together, these uncertainties in Ao are presented in 
Table 1 . The type A uncertainties due to random noise 
and long term drift were statistically determined from 
fiber control charts. The expanded type A uncertainty 
(coverage factor k = 2) was estimated to be ± 0.035 nm 
[19]. An additional type A uncertainty due to residual 
dispersion in the measurement system was added in 
quadrature. 
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Table 1. Measurement uncertainties in Ao 



Expanded 
uncertainty (2cr) 
(nm) 


Type A uncertainties 


Random noise (including long term stability) 
Correction for residual system dispersion 


0.035 
0.007 


Type B uncertainties 



2nd-order PMD 

Curve fitting 

Wavelength 

Chirp 

Short-term frequency stability 

Temperature 



0.040 

0.007 

0.007 

negligible 

negligible 

0.025 



Expanded uncertainty, 2(7 



0.060 



We estimated, assuming a normal distribution, the 2cr 
Gaussian widths for the type B uncertainties and added 
them in quadrature to the type A uncertainties. The 
uncertainty assigned to wavelength accounts for disper- 
sion in the refractive index of air between the reference 
wavelength used in the wavemeter (633 nm) and the 
measurement wavelength (1550 nm region). The com- 
bined expanded uncertainty for measurements of Ao was 
± 0.060 nm, with a coverage factor of ^ = 2. 

3. Differential Phase Shift System 

The second system used in our laboratory, shown in 
Fig. 7, is a variation of the differential phase shift tech- 
nique [20, 21]. The CW output of a grating tuned laser 
diode or erbium-doped fiber laser (EDFL) is intensity 
modulated at 4 GHz. The wavelength is also dithered 
from 1 nm to 4 nm at a low frequency (100 Hz) by 
rotating a diffraction grating which is mounted on a 
galvanometric scanner. After passing through a low fre- 
quency intensity stabilizer, the modulated laser light is 
sent to the fiber under test. The optical signal is de- 
tected, filtered, and transmitted to the RF port of a 
quadrature mixer. The quadrature mixer operates as a 
phase detector and provides signals related to the phase 
difference between the RF and local oscillator (LO) 
ports. The in-phase and quadrature signals are divided 
to give an output proportional to tan 6, where 6 is the 
phase angle between the RF and LO ports. By taking 
this ratio, the phase measurement is less sensitive to 



amplitude variations of the input signals. As the laser 
source is linearly scanned across the wavelength region 
of interest (typically a few nm window about Ao), the 
lock-in amplifier, locked to the 100 Hz dither 
frequency, gives an output proportional to the deriva- 
tive with respect to A of tan [0(A)]. Therefore, the out- 
put near Ao, with the proper setting of the variable phase 
offset, is directly proportional to the dispersion coeffi- 
cient without the need for curve fitting. The entire mea- 
surement is completed in a few tens of seconds. This 
fast measurement time makes the system less sensitive 
to thermal drift of the fiber sample. This, and the elim- 
ination of curve fitting, are the principal advantages of 
the differential phase shift technique. At Ao, the detected 
output signal goes to zero; on either side of Ao, it under- 
goes a change in sign, as can be seen in Fig. 8. 
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Fig. 7. A schematic diagram of the differential phase shift system. 

We average multiple runs over the wavelength region 
about Ao. Typically, Ao can be determined with type A 
expanded uncertainties approaching ± 0. 1 nm {k = 2). 
To obtain accurate results it is necessary to use the 
linear response region of the quadrature mixer, to ac- 
count for residual dispersion within the system, and to 
ensure adequate source intensity stabilization. A mea- 
surement of the laser wavelength is made with an inter- 
ferometric wavemeter (see Sec. 2.2). In our implemen- 
tation of the differential phase shift technique, accurate 
measurements of Ao are more technically challenging 
than those of the phase shift technique described in 
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Fig. 8. The output signal from the lock-in amplifier in the differential phase shift system as 
the laser is scanned over 1 nm. The above data was obtained using a 10 km fiber sample. 



Sec. 2. In particular, the laser intensity must remain 
stable over the scan range and during wavelength dither. 
With our semiconductor laser diode, external cavity 
modes resulted in mode competition and mode hopping, 
making this difficult, especially far from the diode gain 
peak. With fiber laser sources, we have encountered 
intensity fluctuations from etalon effects in the cavity 
and complications due to Q -switching as the grating is 
dithered. These noise sources were minimized with 
external stabilization, intensity-insensitive detection, 
and modifications to the laser sources themselves. 
Nevertheless, the remaining noise from these sources 
placed a lower limit on the type A uncertainties obtain- 
able with this system. 

4. Measurement System Based on a Four- 
Wave Mixing Technique 

We also measured Aq using a nonlinear four-wave 
mixing (FWM) technique [3]. Four- wave mixing in an 
optical fiber is a nonlinear parametric process, where 
the optical fiber acts as a passive media in which the 
multiphoton interaction occurs [22, 23]. Conservation of 
energy and momentum dictate that the nonlinear pro- 
cess occurs efficiently only near Ao in single-mode 
fibers. 



We are interested in the "partially degenerate" case of 
four-wave mixing, where two of the photons have the 
same frequency. There are different regimes in which 
FWM can occur. With a strong pump laser, bound elec- 
trons are driven hard enough to elicit a nonlinear re- 
sponse. In this case, nonlinear effects contribute to the 
phase matching condition. In the case of a weak pump 
laser, nonlinear effects do not contribute appreciably to 
phase matching. The later case is the one which we 
utilize. In either case, the probe laser acts as a seed 
which stimulates generation of the FWM signal, see Fig. 
9. Two pump photons combine to create two new pho- 
tons, one at the probe wavelength and the other at the 
FWM wavelength. Energy conservation dictates that the 
FWM and probe signals appear symmetrically spaced 
about the pump wavelength. Momentum conservation 
dictates that the FWM process will be most efficient 
when the pump wavelength is at Aq. 

In order for momentum to be conserved, the mode 
propagation constants must be matched. If the phase 
matching condition is not precisely met, there will be a 
large reduction in the efficiency of the FWM process. 
Inoue and Toba have derived the following expression 
for the phase mismatch A/3 as a function of pump offset 
from Ao [24, 25], 



A/3 = ^5o(f,-/o)(f,-/3)^ 



(6) 
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Fig. 9. The output spectrum observed from a 10 km fiber when using the four- wave mixing (FWM) 
technique. When light is launched at the pump and probe wavelengths, the generated FWM signal and 
the probe appear symmetrically spaced with respect to the pump, which is in the vicinity of Ao. The 
reference power level is 1 mW. 



where So is the dispersion slope at Ao, c is the speed of 
light in vacuum, /i,/o, and/3 are the frequencies of the 
pump, zero-dispersion wavelength, and probe respec- 
tively. It is important to note that the optimum efficiency 
occurs when the pump wavelength is equal to Aq. The 
efficiency with which a FWM signal is generated has a 
functional form which has the approximate shape of a 
sine function (Fourier transform of a rectangle) centered 
about Aq. Figure 10 gives both theoretical and experi- 
mental FWM efficiency as a function of pump wave- 
length. In this case, the theoretical curve from Inoue 
[25], and the experimental data both have a mid-scan 
pump-probe spacing of 7 nm and a dispersion slope of 
0.070 ps/(nm^ • km). The width of the FWM efficiency 
peak is related to a number of parameters including the 
separation between the probe wavelength and Ao and the 
dispersion slope at Ao [24, 25]. The width of the FWM 
efficiency curve places a practical limit on the type A 
uncertainty with which Ao can be determined. By tuning 
the pump wavelength and observing the magnitude of 
the FWM signal, Ao can be identified as the wavelength 
where the FWM signal is produced with maximum effi- 
ciency. 

A schematic of the experiment is illustrated in 
Fig. 1 1 . The outputs of two tunable fiber lasers, one the 
pump and the other the probe, are passed through opti- 
cal bandpass filters and polarization control paddles be- 
fore being transmitted to the fiber under test. The pump 



laser has a CW power of + 1 dB (in reference to 1 mW) 
after being amplified by an erbium-doped fiber ampli- 
fier (EDFA), whereas the probe laser has a CW power 
of -3 dB (in reference to 1 mW). The bandpass filters 
reduce the background amplified spontaneous emission 
(ASE) from the EDFA and fiber lasers. The FWM signal 
can be partially obscured by background ASE so it is 
desirable to filter the ASE to the maximum extent possi- 
ble. To further reduce noise, the probe laser is mechan- 
ically chopped so the FWM signal can be synchronously 
detected by a lock-in amplifier at the chopping fre- 
quency. Polarization paddles are used to align the pump 
and probe polarization states, thereby maximizing the 
FWM signal. 

The procedure for determining Ao is as follows. The 
probe laser wavelength is selected to be within approxi- 
mately 10 nm of Ao (approximate a priori knowledge 
of Ao is necessary). With the probe wavelength held 
constant, the pump laser is scanned in wavelength, and 
the output of the test fiber is monitored on an optical 
spectrum analyzer. When the pump is within a few 
nanometers of Ao a FWM signal is observed. There is a 
range of pump wavelengths that yield an observable 
FWM signal, but the FWM signal is maximized when 
the pump wavelength is equal to Ao. During a measure- 
ment we vary the probe wavelength and look for the 
optimum pump wavelength for each probe setting. The 
measured value for Ao should be insensitive to the probe 
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Fig. 10. Theoretical and experimentally observed four-wave mixing (FWM) efficiency curves using a 10 km fiber 
with the FWM technique. At mid-scan the probe laser was 7 nm from the pump for both of these curves. 



wavelength chosen. The type A uncertainty (k = 2) for 
measuring Ao with this system is ± 0.5 nm. 

The FWM technique is sensitive to different segments 
of the fiber having different Ao values. Each fiber seg- 
ment will interact with the pump and probe differently 
to generate its own FWM signal. Therefore fibers in 
which Ao varies as a function of length will have com- 
plex output spectrums, due to the superposition of dif- 
ferent FWM signals. Meaningful information about a 
fiber's Ao value can be difficult or impossible to extract 
from the resulting complex patterns [26, 27]. When the 
fiber sample has a nominally uniform value for Ao, how- 
ever, then meaningful comparisons can be made with 
other measurement techniques. Fibers drawn from a sin- 
gle preform (a large glass cylinder from which the fiber 
is created) should exhibit the best uniformity. We mea- 
sure the maximum FWM signal (i.e., Ao) for a range of 
different pump polarizations; in each case polarization 
paddles are used on the probe laser to optimize the field 
overlap. In fibers with low polarization mode dispersion, 
polarization does not affect the value obtained for Ao. 
However, in other fibers, an average over polarization is 
taken to avoid ambiguous results. 



5. Comparisons Between Measurement 
Methods 

The three measurement systems discussed in this pa- 
per have been compared. We consider our frequency- 
domain phase shift system to be the most accurate 
because of its stability, low type A uncertainty, and the 
extensive documentation compiled for it. The differen- 
tial phase shift system is not designed to measure disper- 
sion, but rather Ao directly. It was difficult to account for 
the system's residual dispersion and other possible sys- 
tematic errors (see Sec. 3). Table 2 presents comparisons 
between the frequency-domain and differential phase 
shift systems for long fibers. The average difference 
between the two systems is - 0.07 nm, which is within 
the expected uncertainties of the two systems. 

Table 3 presents comparisons between the FWM and 
the frequency-domain phase shift system. The average 
discrepancy between the two systems is - 0. 16 nm. The 
differences are both positive and negative, with the 
largest differences occurring for the shorter fibers. A 
number of potential systematic errors were investigated. 
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Fig. 11. A schematic diagram of the four-wave mixing (FWM) measurement system. PC indicates a polarization 
controller and EDFA refers to an erbium-doped fiber amplifier. 



Table 2. Comparison of the differential phase shift and the frequency- 
domain phase shift techniques. AAo = Ao differential - Ao preq- 



Fiber 


Ao Differential 


Ao Freq.-Domain 


AAo 




(nm) 


(nm) 


(nm) 


C2 (10 km) 


1548.7 ± 0.1 


1548.86 


-0.16 


J (10 km) 


1549.2 ± 0.1 


1549.21 


-0.01 


F (12 km) 


1552.7 ± 0.1 


1552.70 


0.00 


J C2 (20 km) 


1549.0 ± 0.1 


1549.09 


-0.09 



Table 3. Comparison of the four wave mixing and frequency-domain 
phase shift techniques. AAo = Aofwm - Ao Freq.-Domain 



Fiber 


Ao Differential 


Ao Freq.-Domain 


AAo 




(nm) 


(nm) 


(nm) 


C2 (20 km) 


1548.94 


1549.17 


-0.23 


C2-10A (10 km) 


1548.96 


1548.86 


+ 0.10 


C2-10B (10 km) 


1549.14 


1549.44 


-0.30 


C2-5A (5 km) 


1549.12 


1549.04 


+ 0.08 


C2-5B (5 km) 


1549.57 


1549.87 


-0.30 


C2-2.5A (2.5 km) 


1549.12 


1548.83 


+ 0.29 


C2-2.5B (2.5 km) 


1549.14 


1549.22 


-0.08 


C2-2.5C (2.5 km) 


1549.33 


1549.56 


-0.23 


C2-2.5D (2.5 km) 


1549.44 


1549.94 


-0.50 


C2-1A (1.25 km) 


1549.37 


1549.82 


-0.45 



including the effect of Ao nonuniformity and fiber bire- 
fringence. The FWM system is a fundamentally differ- 
ent method for measuring Ao in the fibers. For this 
reason, the agreement lends support to the uncertainty 
claims of the frequency-domain system. 



6. Fiber Properties Effecting Ao 

The effect of the environment is of great importance 
if meaningful comparisons between independent labo- 
ratories or measurement systems are to be made. 
Parameters whose effect on dispersion were investi- 
gated either experimentally or through the literature 
include: temperature, strain, and pressure. The long- 
term behavior of Ao and dispersion slope were ascer- 
tained by repeated measurements over many months. 
Both fibers that remained in the laboratory and 
packaged fibers shipped around the country were peri- 
odically measured. The plotted results of these 
measurements were used to create "control" charts 
which help to monitor the long-term stability of the 
measurement system and the fiber samples. 
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6.1 Environmental Effects 

The largest environmental factor affecting Ao is the 
temperature of the fiber. In dispersion-unshifted fiber 
samples, the temperature dependence of Ao is + 0.025 
nm/°C, while for dispersion-shifted fibers the depen- 
dence is + 0.030 nm/°C [28, 29]. There have been no 
reports of a temperature hysteresis effect on Ao, where 
the temperature was cycled over a large range (- 60 °C 
to +250 °C) [28]. We have verified the temperature de- 
pendence of Ao experimentally by ramping the tempera- 
ture control chamber between +10 °C and +35 °C and 
monitoring Ao. Figure 12 shows the data and our exper- 
imentally determined temperature dependence of + 
0.028 nm/°C for a dispersion-shifted fiber. The disper- 
sion slope So has no significant temperature depen- 
dence. Before measuring fiber specimens we typically 
allow the fiber at least 24 hours to come to thermal 
equilibrium in the temperature controlled chamber. 

The thermal dependence of group delay is approxi- 
mately 180 ps/(°C -km) [30]. This strong temperature 
dependence can lead to problems since group delay is 
used to measure dispersion. Changes in group delay due 
to temperature fluctuations can exceed the change 
caused by dispersion. Fortunately, thermal time con- 
stants are typically long, and if measurements of group 
delay are made quickly, this problem can be minimized. 
However, the extreme sensitivity of our system to 
changes in group delay makes small temperature 
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Fig. 12. The temperature dependence of Ao in a dispersion-shifted 
fiber. The slope of the line fitted to the data is + 0.028 nm/°C. Error 
bars are 3 times the type A standard uncertainty for each data point. 



changes significant. Data collected during a measure- 
ment may be skewed if the group delay is drifting with 
time (due to temperature changes). Indeed, for a 10 km 
fiber sample, the temperature change required to change 
the group delay by 0. 15 ps (the resolution of our system) 
is only 0. 1 mK. 

Problems caused by thermal drift are reduced in a 
number of ways. First, the fiber sample is allowed to 
come to thermal equilibrium in a temperature controlled 
chamber. Second, the measurements are performed 
quickly, which does not allow for large temperature 
excursions in the sample or room. Finally, we take group 
delay data in two directions, first with increasing wave- 
length, then with decreasing wavelength. These aver- 
aged data pairs reduce errors caused by a linear drift in 
group delay. 

We also measured Ao in test fibers as a function of 
winding tension. This could be an issue, since with time 
the fiber may relax on the spool. We wound both disper- 
sion-shifted and unshifted fibers at tensions varying 
from 0.2 N to 1.0 N (the equivalent gravitational force 
exerted by 20 g to 100 g masses). We observed no effect 
on Ao within our measurement repeatibility. The effect 
of longitudinal strain upon Ao has also been investigated 
by others [31]. Their findings for strain dependence, 
BAo/SS' = 0.015 nm/N, are consistent with our observa- 
tions. 

Pressure also has a small effect on Ao. Typically, this 
is of significance only in transoceanic undersea systems. 
The pressure dependence of Ao is 0.0076 nm/MPa and 
can be observed in simulated transoceanic environments 
[31]. At oceanic depths of 8 km, extreme pressures of 
82.7 MPa (12 000 psi) can be encountered. However, 
pressure does not have a significant effect upon SRM 
performance. 

6.2 Control Chart and Longterm Stability of Fiber 
Samples 

To determine how Ao and the dispersion slope So are 
affected by fiber aging and/or relaxation, we performed 
repeated measurements over an 8 month time span. Fig- 
ure 13 shows measured values for Ao on a 12 km disper- 
sion-shifted "control" fiber. We did not observe any 
statistically significant variations in Ao as a function of 
time. Also, to determine fiber robustness, we kept con- 
trol charts on fibers shipped to various laboratories for 
measurement intercomparisons. These specimens were 
exposed to vibration and large temperature fluctuations 
during shipping; statistically significant fluctuations in 
Ao were not observed. The stability of the control fibers 
helps ensure the measurement system is operating cor- 
rectly and no sudden systematic errors have appeared. 
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Fig. 13. Control chart of Ao for Fiber-F. The dashed lines represent 
the expanded type A uncertainty (coverage factor k = 3). 



selected state of polarization was varied, using the phase 
shift method of Sec. 2, we could observe differences in 
the mode propagation time for the two principal states. 
The presence of first-order PMD does not directly effect 
dispersion measurements; however, the wavelength 
dependence of PMD or so called "second-order" PMD 
does. 

Second-order PMD is simply the wavelength deriva- 
tive of first-order PMD [36, 37, 38]. It has a net disper- 
sive effect that is identical in form to chromatic disper- 
sion. Total dispersion can be written 



Aotal ('Uo)± = Da 



c(Wo) 



At'(c^o) 



(7) 



where At' is the instantaneous wavelength derivative of 
first-order PMZ), 



At' = 



dAr 
dA ■ 



(8) 



6.3 Polarization Mode Dispersion 

Polarization mode dispersion (PMD) in single-mode 
fibers is caused by the breakdown of the polarization- 
state degeneracy in the fundamental guided mode [32]. 
Internal and external stresses on the fiber core and a lack 
of circular symmetry all lead to birefringence in the 
fiber and therefore to different mode propagation times 
for different polarizations transmitted through the fiber. 
The input polarizations (they need not be linear) that 
propagate the fastest and slowest through the fiber are 
known as the fast and slow principle states [33]. The 
difference in propagation time between the fast and slow 
principal states is known as differential group delay 
(DGD). PMD is the expected value of DGD within a 
given wavelength interval. Any other input polarization 
will result in a mixture between principle states with a 
mean arrival time somewhere in between. Since PMD is 
dependent upon the birefringence and mode-coupling 
properties of the optical fiber, PMD is time variant and 
best described as a statistical process. PMD has the unit 
ps/km"^, where the square root dependence on length 
originates from the random mode coupling present in a 
weakly birefringent fiber (nonpolarization maintaining 
fiber) [34]. 

We have measure d PMD v alues between 150 fs/ v 10 
km"^ and 450 fs/VlO km"^ for several packaged fiber 
samples. These measurements were performed with a 
narrow linewidth tunable laser and a commercial polar- 
imeter using the Jones matrix eigenanalysis method 
[35]. The PMD magnitude seemed to be stable over 
several hours due to the stable fiber packaging and the 
small amount of mode-coupling. When the initially 



It is important to note that as the wavelength interval 
over which PMD is averaged goes to zero, PMD be- 
comes equivalent to DGD . In the vicinity of Ao, when 
chromatic dispersion approaches zero, the contribution 
of second-order PMD, can be significant and thereby 
cause a shift in Aq. 

To verily the theory expressed by Eq. (7), we mea- 
sured a high PMD fiber produced by winding 10 km of 
typical dispersion-shifted fiber onto a 1.9 cm radius 
spool. Winding the fiber onto a small spool induced a 
significant amount of bend birefringence. Additionally, 
the fiber winding induced mode-coupling so that the 
DGD was a function of wavelength. Figure 14 shows 
three measurements of the fiber's DGD as a function of 
wavelength. The measurements were taken over a 2 day 
period. Second-order PMD was measured at five wave- 
lengths, designated by the letters A through E: see 
Fig. 14. At these wavelengths, chromatic dispersion was 
measured along the principal states. Polarization control 
paddles were used to find the principal states and then 
the change in group delay over a 2 nm wavelength inter- 
val was measured for each principle state. In this manner 
the change in chromatic dispersion between the two 
principal states could be determined. According to 
theory, the observed difference in dispersion along the 
two principal states should be equal to that predicted by 
Eq. (7). Comparisons between the experimentally ob- 
served changes in dispersion and those predicted by 
theory are presented in Table 4. 

The correlation between direct observations of 
second-order PMD is fairly good. One of the difficulties 
of the experiment is finding the principal states accu- 
rately with the polarization paddles. 
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Fig. 14. Differential group delay (DGD) as a function of wave- 
length for fiber artifact. Each line is a separate measurement taken 
hours apart. The letters indicate the wavelengths where second-order 
polarization mode dispersion (PMD) measurements were performed. 



Table 4. A comparison between experiment and theory for the dif- 
ference in dispersion along the two principal states of a high PMD 
fiber. AD = Df„st-axis - £)sio„.„is 



Point 


Wavelength 


AD, Theory 


AD, Experiment 




(nm) 


(ps/nm) 


(ps/nm) 


A 


1504 


0.104 


0.100 


B 


1527 


0.300 


0.248 


C 


1541 





0.054 


D 


1549 


0.270 


0.278 


E 


1557 





0.083 



In our packaged fiber samples, the wavelength de- 
pendence of DGD is quite weak; as shown in Fig. 15. 
We measured DGD in three 10 km fiber samples over 
a period of days. The largest amount of second-order 
PMD we observed was 0.011 ps/nm. If we use this 
value in conjunction with the typical fiber slope value 
(for dispersion-shifted fiber) of 0.070 ps/(nm^ • km), a 
possible shift in Aq of 0.018 nm occurs between the two 
principal states. Since we will be producing many fiber 
SRM samples with potentially larger DGD values, a 
conservative estimate for this type B expanded uncer- 
tainty of ± 0.035 nm is adopted (coverage factor of 
k = 2). 
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Fig. 15. Plot of differential group delay (DGD) as a function of 
wavelength for fiber packaged as a Standard Reference Material. 



7. Discussion 

We have developed a frequency-domain phase shift 
system capable of measuring Ao, in 10 km packaged 
SRM fibers, with an expanded uncertainty of 0.060 nm. 
Most of this uncertainty originates in the measurement 
system itself, but we have estimated an expanded type 
B uncertainty in the fiber samples of ± 0.035 nm due to 
"second-order" polarization mode dispersion. In the 
near future, SRM fibers with characterized Ao and 5'o 
values will be commercially available from NIST [39]. 
Comparisons with two other measurement systems 
have yielded reasonable agreement. 

Acknowledgments 

The authors would like to acknowledge the many 
contributions of their NIST colleagues. We would espe- 
cially like to thank Paul Hale for his help with high 
frequency electronics and frequency measurements, 
Paul Williams for many helpful discussions about po- 
larization mode dispersion. Matt Young for his general 
optics wisdom and advice on uncertainty analysis, and 
Jack Wang for his help with statistical methods. 

8. References 

[1] S. Mechels and D. Franzen, Accurate measurements of zero-dis- 
persion wavelength in single-mode fibers, paper IV.2. in Optical 
Fiber Measurement Conf., Liege, Belgium (1995). 

[2] J. Schlager, S. Mechels, and D. Franzen, Precise laser-based 
measurements of zero-chromatic-dispersion wavelength in sin- 
gle-mode fibers, Proc. of the Optical Fiber Conf., San Jose, CA 
(1996) pp. 293-294. 

[3] J. Schlager, S. Mechels, and D. Franzen, Zero-dispersion wave- 
length uniformity and four-wave mixing in optical fiber, Conf. 
Proc. Lasers and Electro-Optics Society, Boston, MA (1996) pp. 
66-67. 

[4] H. Taga, S. Yamamoto, N. Edagawa, Y. Yoshida, S. Akiba, and 
H. Wakabayashi, The experimental study of the effect of fiber 
chromatic dispersion upon JM-DD ultra-long distance optical 
communication systems with Er-doped fiber amplifiers using a 
1000 km fiber loop, J. Lightwave Technol. 12, 1455-1461 
(1994). 

[5] D. Marcuse, Single-channel operation in very long nonlinear 
fiber with optical amplifiers at zero dispersion, J. Lightwave 
Technol. 9, 356-361 (1991). 

[6] T. Drapela, D. Franzen, and M. Young, Single-mode fiber ge- 
ometry and chromatic dispersion: Results of interlaboratory 
comparisons. Technical Digest-Symposium on optical fiber 
measurements, 1992, G.W. Day and D.L. Franzen, eds., Natl. 
Inst. Stand. Technol. Spec. Publ. 839, (1992) pp. 187-190. 

[7] B. Costa, D. Mazzoni, M. I^ileo, and E. Vezzoni, Phase shift 
technique for the measurement of chromatic dispersion in opti- 
cal fibers using LED's, IEEE J. Quantum Electron. 18, 1509- 
1515 (1982). 

[8] F. Mengel and N. Gade, Monomode fiber dispersion measure- 
ment with a tunable 1 .3 jji-m external cavity laser, Proc. of the 
European Conf. on Optical Commun., Stuttgart, Germany 
(1994), pp. 126-127. 



346 



Volume 102, Number 3, May-June 1997 

Journal of Research of the National Institute of Standards and Technology 



[9] Y. Horiuchi, Y. Namihira, and H. Wakabayashi, Chromatic 
dispersion measurement in 1.55 \xva narrow-band region using 
a tunable external-cavity laser, IEEE Photonics Technol. Lett. 
1, 458^60 (1989). 

[10] Fiber Optic Test Procedures (FOTPs) can be obtained from: 
Telecommunications Industry Association, 2001 Pennsylvania 
Avenue, N.W., Washington, D.C. 20006. 

[11] F. Kapron and T. Olson, Accurate specification of single-mode 
dispersion measurements. Technical Digest-Symposium on op- 
tical fiber measurements, 1984, G. W. Day and D. L. Franzen, 
eds., Natl. Bur. Stand. (U.S.) Spec. Publ. 683 (1984) pp. 111- 
114. 

[12] W. Reed and D. Philen, Study of algorithms used to fit group 
delay data for single-mode optical fibers. Technical Digest- 
Symposium on optical fiber measurements, 1986, G. W. Day 
and D. L. Franzen, eds., Natl. Bur. Stand. (U.S.) Spec. Publ. 
720 (1986) pp. 7-10. 

[13] D. Jennings, F. Petersen, and K. Evenson, Frequency measure- 
ment of the 260-THz (1.15 ^im) He-Ne laser. Opt. Lett. 4, 
129-130 (1979). 

[14] D. Marcuse, Pulse distortion in single-mode fibers. 3: Chirped 
pulses, Appl. Opt. 20, 3573-3579 (1981). 

[15] G. Agrawal, Nonlinear Fiber Optics, Academic, San Diego, 
1989. 

[16] R. Linke, Modulation induced transient chirping in single fre- 
quency lasers, IEEE J. Quantum Electron. 21, 593-597 (1985). 

[17] F. Koyama and K. Iga, Frequency chirping in external modula- 
tors, J. Lightwave Technol. 6, 87-92 (1988). 

[18] ISO Guide to the expression of uncertainty in measurement. 
International Organization for Standardization, 1, rue de 
Varembe, CH-1211 Geneve 20, Switzerland, (1993), and 
B. Taylor and C. Kuyatt, Guidelines for Evaluating and Express- 
ing the Uncertainty of NIST Measurement Results, Technical 
Note 1297, 1994 Edition, Natl. Inst. Stand. Technol. (1994). 

[19] P. John, Statistical Methods in Engineering and Quality Assur- 
ance, John Wiley & Sons, Inc., New York (1990). 

[20] J. Saito, T. Oki, and H. Yamamoto, Wavelength dispersion mea- 
suring equipment. Technical Digest-Symposium on optical 
fiber measurements, 1982, G. W Day and D. L. Franzen, eds., 
Natl. Bur. Stand. (U.S.) Spec. Publ. 641 (1982), pp. 29-32. 

[21] A. Barlow and I. Mackenzie, Direct measurement of chromatic 
dispersion by the differential phase technique, paper TuQl in 
Proc. of the Optical Fiber Conf , Reno, NV (1987). 

[22] K. Hill, D. Johnson, B. Kawasaki, and R. MacDonald, CW 
three-wave mixing in single-mode optical fibers, J. Appl. Phys. 
49, 5098-5106 (1978). 

[23] G. Agrawal, Nonlinear Fiber Optics, Academic, San Diego, 
1989. 

[24] K. Inoue and H. Toba, Wavelength conversion experiment using 
fiber four-wave mixing, IEEE Photonics Technol. Lett. 4, 69- 
72 (1992). 

[25] K. Inoue, Four-wave mixing in an optical fiber in the zero- 
dispersion wavelength region, J. Lightwave Technol. 10, 1553- 
1560 (1992). 

[26] H. Onaka, K. Otsuka, H. Miyata, and T. Chikama, Measuring 
the longitudinal distribution of four-wave mixing efficiency in 
dispersion- shifted fibers, IEEE Photonics Technol. Lett. 6, 
1454-1456 (1994). 

[27] Y Suetsugu, T. Kato, and M. Nishimura, Measurement of zero- 
dispersion wavelength variation in concatenated dispersion- 
shifted fiber by improved four-wave-mixing technique, paper 
IV. 1 in Optical Fiber Measurement Conf., Liege, Belgium 
(1995). 



[28] W Hatton and M. Nishimura, Temperature dependence of 
chromatic dispersion in single-mode fibers, J. Lightwave 
Technol. 4, 1552-1555 (1986). 

[29] J. Kilmer, W Anderson and A. Johnson, Chromatic dispersion 
temperature dependence of matched-clad, depressed-clad, and 
dispersion- shifted single-mode fibers, Proc. Soc. Photo-Optical 
Instrum. Engrs. 841 (1987) pp. 274-278. 

[30] A. Hartog, A. Conduit, and D. Payne, Variation of pulse delay 
with stress and temperature in jacketed and unjacketed optical 
fibres. Optical Quantum Electronics 11, 265-273 (1979). 

[31] K. Byron, M. Bedgood, A. Finney, C. McGauran, S. Savory, 
and I. Watson, Shifts in zero dispersion wavelength due to 
pressure, temperature and strain in dispersion shifted single- 
mode fibres. Electron. Lett. 28, 1712-1714 (1992). 

[32] S. Rashleigh and R. Ulrich, Polarization mode dispersion in 
single-mode fibers. Optics Lett. 3, 60-62 (1978). 

[33] C. Poole and R. Wagner, Phenomenological approach to polar- 
ization dispersion in long single-mode fibers. Electron. Lett. 22, 
1029-1030 (1986). 

[34] C. Poole, Measurement of polarization-mode dispersion in 
single-mode fibers with random mode coupling. Optics Lett. 
14, 523-525 (1989). 

[35] B. Heffner, Automated measurement of polarization mode dis- 
persion using Jones matrix eigenanalysis, IEEE Photonics 
Technol. Lett. 4, 1066-1069 (1992). 

[36] C. Poole and C. Giles, Polarization-dependent pulse compres- 
sion and broadening due to polarization dispersion in disper- 
sion-shifted fiber. Optics Lett. 13, 155-157 (1988). 

[37] B. Heffner, Accurate, automated measurement of differential 
group delay dispersion and principle state variation using Jones 
matrix eigenanalysis, IEEE Photonics Technol. Lett. 5, 814- 
819 (1993). 

[38] P. Ciprut and N. Gisin, Second order polarization mode disper- 
sion, paper II. 1 in Optical Fiber Measurement Conf., Liege, 
Belgium (1995). 

[39] National Institute of Standards and Technology, Standard Refer- 
ence Material Program, Room B311, Chemistry Building, 
Gaithersburg, Maryland 20899; (301) 975-6776. 



About the authors: Steven Mechels is a Physicist with 
the Optoelectronics Division of the Electronics and 
Electrical Engineering Laboratory in Boulder, Colo- 
rado and has received the U.S. Department of 
Commerce Gold Medal for work on fiber optic geome- 
try measurements. John Schlager is also a Physicist 
with the Optoelectronics Division. Earlier, he was a 
guest researcher with the NTT laboratories in Japan. 
Douglas Franzen is a Group Leader in the Optoelec- 
tronics Division and has published many papers in the 
field of fiber optics. He has received the U.S. Depart- 
ment of Commerce Gold Medal for work promoting 
fiber optic standardization. The National Institute 
of Standards and Technology is an agency of the Tech- 
nology Administration, U.S. Department of Commerce. 



347 



